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Polymer conformation during flow in porous
media†
Durgesh Kawale, abc Gelmer Bouwman,b Shaurya Sachdev,b Pacelli L. J. Zitha,a
Michiel T. Kreutzer,b William R. Rossena and Pouyan E. Boukany *b
Molecular conformations of individual polymers during flow through porous media are directly observed
by single-DNA imaging in microfluidics. As the Weissenberg number increases during flow (Wi 4 1),
we observe two types of elastic instabilities: (a) stationary dead-zone and (b) time-dependant dead-zone
washing. When stretched polymer chains enter a dead-zone, they first re-coil and, once inside the dead-
zone, they rotate and re-stretch again. The probability distribution of DNA chains under the stretched
condition inside the dead-zone is found to be heterogeneous with a broad distribution.
1 Introduction
The flow of polymer solutions through porous media plays a
crucial role in various applications such as injection molding,
textile coating, inkjet printing, turbulent drag reduction and
enhanced oil recovery.1 As polymer solutions flow through a
porous medium it shows several non-Newtonian behaviours
such as a dramatic increase in pressure drop and flow instabili-
ties at a high Weissenberg number, Wi4 1 (Wi = t _g, where t is
the polymer relaxation time and _g is the deformation rate of
the imposed flow).2–4 Often these non-Newtonian behaviours
are characterized by flow visualization and by measuring the
pressure drop, or the stresses due to flow. For instance, elastic
instabilities are observed when the flow through porous media
increases beyond Wi 4 1.5–7 The corresponding molecular
conformation beyond Wi 4 1 is unknown for the flow of
polymer solutions through porous media.
Traditionally, flow through packed beds of spheres or parti-
cles was used to investigate the resistance to flow of polymeric
fluids through porous media and determine the constitutive
parameters that describe the rheological properties of polymeric
fluids.8–10 When the Wi is larger than a critical value at a low
Reynold number, Re, (Re = rvl/Z(_g), where r is the density,
v is the velocity, l is a characteristic length scale and Z is the
viscosity) there is a sudden increase in the pressure drop across the
porousmedium.11–14 Direct visualization of flow in two-dimensional
(2D) models of porous media (such as a periodic array of cylinder)
was the first step towards understanding pore-scale flow phenom-
ena related to polymer flows (from Boger fluids to shear-thinning
systems) in porous media.5–7,15–19
In recent years, planar microfluidic devices have been widely
used to investigate the strong viscoelastic features of polymer
flow over a very wide range of Wi under non-inertial conditions
(Re { 1).20,21 By using microfluidic analogues of a porous
medium, elastic instabilities were shown to cause the dramatic
pressure drop increase during flow of Boger and shear-thinning
fluids.6,7,22 In particular, Kawale et al.6 studied the flow of a shear-
thinning system, hydrolyzed polyacrylamide with and without
salt, through a microfluidic device containing a periodic array of
obstacles. At very low flow rates (Wi { 1, Re { 1), as expected,
creeping flow was obtained. As the flow rate was increased
(Wi4 1, Re{ 1), the non-Newtonian eﬀects emerged. Stationary
dead zones (DZs) appeared to be pinned upstream of the obsta-
cles. The local shear rate in a DZ is negligible compared to that
outside of the DZ. As the flow rates increased further (Wi c 1,
Re o 1), the stationary DZ starts wobbling and washing away
periodically. This time-dependant elastic instability, dead zone
washing (DZW), was found to start when the viscoelastic Mach
number, MaB 1 Ma ¼ ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃWiRep . DZW-like instabilities were also
observed during flow of Boger fluids23,24 and worm-like micellar
solutions25 around a single cylinder. Not only is the local velocity
magnitude inside a DZ close to zero,6,24,25 but there is also a
stagnation point at the upstream of the pillar where the local
velocity magnitude is zero. The flow inside a DZ is a combination of
steady shear flow and extensional flow.6 In a Wio 1 steady shear
flow, the polymer chains will be coiled.26 At the same time, the
polymer chains in an extensional flow field can be stretched beyond
WiB 0.5.27 Given a combination of steady shear and extensional
flow inside a DZ, the corresponding dynamics of the polymer chain
is unclear as the polymer chain approaches and enters a DZ.
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Rheo-optical methods have been used to complement bulk
rheometric measurements with the aim of the direct measure-
ment of stresses, deformations and alignment of polymer chains
in the flow of viscoelastic fluids.21,28–30 Specifically, flow-induced
birefringence (FIB) imaging has been employed to determine the
localized deformation and alignment of worm-like micelles at
high Wi during flow through a micro-channel, containing either
a single cylinder or a periodic array of cylinders.31–33 Zhao et al.25
investigated vortex formation and growth in micellar solution
flow around a cylinder with increasing Wi near the upstream
stagnation point of the cylinder by using a combination of FIB
imaging and particle image velocimetry (PIV). In such FIB
measurements, the molecular parameters are extracted based
on an ensemble average, which does not necessarily reflect the
molecular individualism of the polymer during flow. Direct
visualization of fluorescently labeled DNA provides a unique
opportunity for polymer scientists to reveal polymer chain
conformation and address molecular processes behind the
macroscopic flow phenomena under strong flow conditions
(Wic 1).27,34,35 For instance, Perkins et al.35 used these techni-
ques to directly observe the tube-like motion of polymer mole-
cules assumed in the reptation model for an entangled polymer
solution.36,37 Fluorescent DNA molecules that act as molecular
tracers have also often been employed to confirm various
phenomena such as (1) coil–stretch (C–S) transition in exten-
sional flows,27,38,39 (2) C–S transition with periodic tumbling in
shear flows,26,40 (3) C–S transition in free surface flow,41–43 and
(4) interfacial disentanglement of DNA chains as the cause for
wall-slip in the presence of strong interaction between the
adsorbed chains and the wall44,45 and transient stress overshoot
in startup shear flows.46–48 All these studies successfully link
polymer conformation to the macroscopic behaviour of flow.
To date, experimental studies on pressure driven flow of
polymer solutions in microfluidic geometries consisting of
contractions and obstacles are focussed on size-based separa-
tion of DNA chains.49–51 For instance, for a cylindrical obstacle,
the diameter would be small (order of few tens of nanometers
or about a micrometer) such that a DNA chain can ‘hook’ on the
post. Understanding the hooking and unhooking process is
crucial for separating DNA chains based on their size. Little
attention was given to high-Wi number flows around larger
diameter obstacles wherein the flow field becomes unstable.
In the field of single-molecule sequencing, the flow of DNA
across single/array of obstacles with an electric-field52 or pressure-
drop49,51 is often studied with an intention of DNA chain stretch-
ing or size-based DNA chain separation. The length scales of
obstacles in these studies are much smaller than the DNA chain
length. During DNA flow due to an electric-field, the resulting
local velocity-field is purely elongational near an insulating obsta-
cle such as polydimethylsiloxane (PDMS).53 On the other hand,
DNA flow due to pressure-gradient results in shear flow across the
entire channel. In the current study, we will focus on polymer
conformation in microfluidic geometries during elastic instabili-
ties due to pressure-driven flow.
Corner vortex formation during polymeric flow through
a planar, sharp or gradual contraction geometry is typically
observed around Wi = O(1)  O(10).54,55 Hemminger et al.54
showed that for an entangled shear-thinning polymer solution,
the DNA molecules located in the corner vortex disentangle
from the molecules at the center of the channel. This observa-
tion is reminiscent of shear banding in entangled polymer
solutions.56 Francois et al.57 studied drag enhancement during
Boger fluid flow around a single cylindrical obstacle. They also
observed shear-banding at Wi B 1 near the vicinity of the
obstacle. The DNA extension distribution in both shear-bands
was positively skewed, with the mean extension in the high
shear-rate band (closer to the obstacle) being twice that in the
low shear-rate band (further away from the obstacle). As Wi
increases in shear flow, the DNA extension distribution shifted
from positively skewed to a broad probability distribution.26
Such a broad distribution of DNA extensions in a shear flow is
caused by the tumbling motion of DNA chains. Liu and
Steinberg58 studied DNA chain dynamics in elastic turbulence
and found that the DNA extension distribution is negatively
skewed with mean fractional extension reaching a value of 0.8
asymptotically. Such a high mean fractional extension has also
been observed in an extensional flow field.27,59 In this paper, we
report the molecular processes leading to DZ formation during
flow of shear-thinning polymer solutions through a periodic
array of obstacles. We probe conformation of single chains by
visualizing fluorescently labelled DNA molecules in polyacryl-
amide (PAA) solutions with and without the addition of salt. In
addition, we use a combination of pressure-drop measurement
and streamline visualization to map elastic instabilities and the
corresponding pressure losses.
2 Experimental details
2.1 Microfluidic device and pressure measurements
A microfluidic device was combined with an inverted fluores-
cence microscope as shown in Fig. 1 to enable visualization of
streamlines and single DNA molecules. The microfluidic device
consisted of a periodic array of cylinders in a hexagonal layout.
The cylinder diameter was 262 mm, with a spacing of 193 mm
from the surrounding cylinders. The height of the cylinders was
120 mm. The cylinder diameter was chosen to maintain consis-
tency with our previous study on elastic instabilities in porous
media.6 Spacing between the pillars was indirectly determined as
a conscious decision for maintaining a porosity of 0.7 to match
our previous study with a hexagonal layout of cylinder placement.
The microfluidic geometry was fabricated out of PDMS (Poly-
dimethylsiloxane; Sylgards 184, Dow Corning Corporation) using
standard soft-lithography techniques.60 Pressure drop (DP) across
the periodic array was measured via two pressure taps, to which
two piezoresistive silicon pressure sensors (HSCMRNT005PGAA5,
Honeywell Sensing and Control) were attached. Pressures were
monitored using an in-house-developed LabVIEW data acquisi-
tion program sampling at 100 Hz. Pressure sensors were accurate
to within 0.25% of the full-scale-span. After calibrating the
sensors using a pressure pump (MFCSt, Fluigent GmbH)
the instantaneous signal fluctuated with a standard deviation
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of 0.1 mbar around the mean value. The permeability of our
microfluidic porous media was k = 6  1011 m2 according to
Darcy’s law, k = (vZLPM/DP), where v is the superficial velocity; Z is
the viscosity; LPM = 8.5  103 m is the length of periodic array
and DP is the pressure-drop across the periodic array of cylinders.
To probe the flow behaviour of polymer solutions in porous
media, we measured pressure drop for 600 s and simultaneously
visualized the streamlines. The pressure drop measurements
from the flow of polymer solutions were also used to calculate
an apparent viscosity from Darcy’s law. All experiments were
performed at room temperature, T = (22  2) 1C.
2.2 Polymer solutions
Polymer solutions used in the experiments were prepared
by dissolving the required amount of polyacrylamide, PAA
(Catalog No. 18522-100, Polyacrylamide/sodium acrylate –
70 : 30, Molecular Weight, MW = 18  106 g mol1, Polysciences,
Inc.) in either brine or deionized (DI) water. Two PAA solutions at
a concentration of C = 0.2 g L1 in the presence or absence of salt
were prepared. The first polymer solution was prepared by using
deionized (DI) water as a solvent, whereas the second polymer
solution was prepared using a 6 mMNaCl solution in DI water as
the solvent. Adding salt fixes the ionic strength of the polymer
solution, reduces the relaxation time and also suppresses the
shear-thinning effect. We choose to limit salt concentration to
6 mM such that the shear rheology is still shear-thinning, since
at higher salt concentrations the shear-viscosity became nearly
independent of the shear-rate. In our earlier study, we found that
the DZ forms in shear-thinning polymer solutions and that the
DZ ceases to exist when shear-viscosity is independent of the
shear-rate.6
After adding the polymer granules to the solvent, the bottle
was covered with an opaque material such as aluminium foil
to minimize photo-degradation.61,62 The approximate radius of
gyration for PAA in DI water was estimated from the scaling
relation, Rg = 0.0749  MW0.64 Å,57 as 330 nm. The critical
overlap concentration for PAA in DI water was estimated as
200 mg mL1 according to the formula, C* = (3MW)/(4pNARg3).
Here, C* is the overlap concentration; NA is Avogadro’s number;
and Rg is the radius of gyration. Therefore, our polymer solu-
tions are close to the semi-dilute regime. The shear viscosity of
our polymer solution was measured in a Couette geometry (cup
ID = 28.92 mm, bob OD = 26.668 mm, gap = 1.626 mm) using a
commercial rheometer, (MCR-302, Anton Paar GmBH) and is
plotted in Fig. S1 (ESI†). Both the polymer solutions showed
shear-thinning behaviour which is correlated with the DZ size.6
The relaxation time was estimated by fitting the shear rheology
to the Carreau model,
Z Z1 ¼ Z0  Z1ð Þ 1þ t _gð Þ2
h in1
2 (1)
Here, Z (Pa s) is the viscosity; Z0 is the zero-shear viscosity; ZN is
the infinite shear viscosity; n is the power-law index; and t is the
estimated relaxation time. We could not measure ZN, and
therefore it was set to the viscosity of our solvent (DI water
and aq. 6 mM NaCl), ZN = 1  103 Pa s. For shear-thinning
polymer solutions, ZN is equal to the viscosity of the solvent in
which the polymer chains are dispersed.10
The Carreau model was fitted to the shear-viscosity experi-
mental data by non-linear least-squares regression. Table 1 lists
the fitting parameters of the Carreau model. The Weissenberg
number, Wi, was then calculated asWi = t_gapp, where _gapp = v/(D/2)
is the apparent shear rate in the microfluidic geometry; D is the
diameter of the cylinder. Note that the Wi number is calculated
based on the relaxation time of PAA. All experiments were done at
room temperature, T = (22  2) 1C.
Fig. 1 Schematic of the microfluidic device combined with an inverted microscope for streamline and single-molecule visualization. The position where
the laser from objective falls on the periodic array indicates the streamline and the DNA visualization location. Microfluidic device height, H is 120 mm;
width,W, is 2.5 mm and length of the periodic array, L is 8.45 mm. Diameter of the cylindrical pillar, D is 262 mm and spacing between the pillars is 193 mm.
Table 1 Carreau model fitted parameters for experimentally measured
polymer solution shear-viscosity shown in Fig. S1 in the ESI
Polymer & NaCl concentration Z0 (Pa s) ZN (Pa s) n () t (s)
0.2 g L1 PAA, 0 mM NaCl 2.71 0.001 0.24 88.17
0.2 g L1 PAA, 6 mM NaCl 0.01 0.001 0.70 0.48
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2.3 Flow visualization
To push the working solutions through the microfluidic devices,
a syringe pump (PHD2000, Havard Instruments) fitted with
Hamilton Gastight syringes was used. The connection from the
syringe to the microfluidic device was made by using a PTFE
tubing (ID = 0.5 mm, OD = 1.6 mm). In order to visualize the
streamlines, the polymer solutions were seeded with 1 mm-dyed-
red aqueous fluorescent particles (emission 542 nm/excitation
612 nm wavelength, Catalog # R0100, Thermo Scientifict) at
B0.1% (w/w) concentration. The entire microfluidic device
assembly was installed on top of an inverted fluorescent micro-
scope (Axiovert 100M, Carl Zeiss AG) fitted with a 10 (N.A. = 0.5)
magnification objective and a high-speed camera (Phantom v9.1,
Vision Research Inc.) to record videos. All streamlines were
visualized near the exit of the periodic array of pillars within the
microfluidic device, with the focal plane adjusted at the center
along the vertical axis to minimize contribution from top/bottom
wall eﬀects.
2.4 DNA visualization
To image polymer conformation during flow, we used fluores-
cently stained T4-DNA molecules (purchased from Nippon
Gene Co. Ltd at a concentration of 440 mg mL1 in 10 mM Tris
(pH = 8.0) and 1 mM EDTA, 165 600 base-pairs). The contour
length Lc of T4-DNA was 56 mm, which is close to the contour
length of PAA (53 mm). YOYO-1 dye (Molecular Probes Inc.) was
used to stain T4-DNA solution at a base-pair to dye ratio of 5 : 1.
Finally, in order to prevent photo-degradation, 20% (v/v) of
b-mercaptanol was added to the T4-DNA solution. The resulting
solution of stained DNA molecules in the buﬀer solution and
b-mercaptanol was labelled as the DNA mother stock solution.
For DNA-imaging, we dissolved 10 mL of the DNA mother stock
solution in 5 mL of the polymer solutions. Eventually, the
working polymer solutions for DNA visualization contain
around 0.01 parts per million (PPM) of DNA molecules. DNA
was imaged on an inverted fluorescence microscope (Zeiss
AxioObserver-Z1, Carl Zeiss AG) fitted with an EMCCD camera
(ANDOR ixon3, Andor Technology Ltd). The recorded DNA
images had a resolution of 512  512 pixels (px) at the frame
acquisition rate of 34 (fps). The frame acquisition rate could be
increased up to 127 fps, with 4 4 image binning. These frame-
acquisition rates are suﬃciently high to capture DNA motion
inside the DZ without blur for flow rates reported in the current
study. We increased the frame acquisition rate upto themaximum
achievable (127 fps) for flow rates between 5 mm min1 and
50 mm min1 to ensure motion blur does not introduce
artefacts during DNA visualization experiments. DNA confor-
mation near multiple pillars was imaged. We choose pillars
close to the exit of the array of pillars.
DNA imaging was performed upstream of the pillar such
that the conformation within a DZ can be captured. Using
ImageJ, we extracted the end-to-end vector of the DNA chain,
-
R.
The fluorescence microscopy technique employed in the
current work visualizes along an xy-plane, where x is along the
length and y is the along the width of the microfluidic device.
The depth of the field is around 5–10 mm depending on the
objective lenses. Therefore, the extracted end-to-end vector would
be a projection of the true 3D DNA chain conformation on the
xy-plane. The magnitude of this vector is termed as the DNA
length, and its direction is the orientation angle, y (see a schematic
in Fig. S4, ESI†). Two objective lenses were used during imaging,
namely 40 (N.A. = 1.3) or 63 (N.A. = 1.0) giving a single pixel
resolution of 0.4 (mm per px) or 0.25 (mm per px) respectively. The
corresponding field of view with the 40 objective was 205 
205 mm2 and with the 63 objective it was 128  128 mm2. All the
DNA lengths and orientation angles are plotted as a probability
distribution, with a bin width of 5.5 mm and 181, respectively.
PAA molecules cannot be visualized natively, and hence we
used T4-DNA molecules as a molecular probe. Using T4 or
l-DNA molecules as molecular probes in a solution of PAA or
poly(ethylene oxide) (PEO) solutions has been fruitful in linking
the molecular conformation with the macroscopic flow
phenomena, such as (1) drag enhancement,63,64 (2) droplet
pinch-oﬀ,42,43 (3) elastic turbulence,58,65 (4) impacting droplets,66
and (5) unstable polymeric flows in a straight channel due to an
initial perturbation.67 In our working solutions for DNA visualiza-
tion, we should note that the dispersed tracer T4-DNA chains can
have higher relaxation time compared to the PAA solutions.63,68
We performed DNA-imaging at Wio 1 and at Wi4 1 (see Fig. 2a
and b). The coil–stretch transition is observed in the range of
Wi = 0.5 to Wi = 1.10,34 We observe that the T4-DNA chains
undergo C–S transition in the vicinity of the Wi number based
on the relaxation time of (PAA) polymer solution.
This observation suggests that the T4-DNA chain behaves as
a molecular tracer (or passive probe) of PAA chains. T4-DNA
undergoes C–S transition when PAA chains are stretched (at
Wi B 1.0, as estimated based on the relaxation time of PAA
chains). Similar observation was also made in previous studies
wherein polymer solutions were seeded with fluorescently stained
DNA molecules, for example, (1) PEO solutions with two types of
DNA tracers flowed around an obstacle63 and (2) extensional flow
of PAA solutions with a DNA tracer in a microfluidic T-junction.43
Both these studies also demonstrated that the onset of C–S
transition for the tracer T4-DNA chain is similar to the
Wi-number estimated from the relaxation time of PEO or PAA
solutions. Therefore, the characteristic relaxation time of the
background PAA or PEO solutions is the most relevant relaxa-
tion time-scale to identify polymer conformations during flow.
In this work, the critical Wi is also estimated based on the
characteristic relaxation time of PAA solutions. In addition, we
also estimated the longest relaxation time of the T4-DNA tracer
molecules in a viscoelastic solvent (PAA solution, at c = 0.2 g L1)
based on a scaling theory. We consider that the T4-DNA tracers
are infinitely diluted in the PAA solution and that a T4-DNA
chain does not interact with another T4-DNA chain and the PAA
chains. Then, the longest relaxation time of the T4-DNA chain
at infinite dilution t0 can be estimated using the scaling law
t0 = 0.77Z0,
68 where Z0 is the zero-shear viscosity in cP of the
PAA solutions. At 0 mM NaCl, we calculate t0 B 2000 s and at
6 mM NaCl, we calculate t0B 7.7 s. We should emphasize that
this estimation is likely invalid for our semi-dilute solutions of
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PAA molecules with shear-thinning viscosity. For instance, it
has been shown that convective constraint release can occur in
entangled polymer solutions with shear-thinning rheology at
high-Wi such that the effective relaxation time of polymer solu-
tions can be reduced linearly with imposed shear rates.69,70
Investigation of DNA chain dynamics when it is added as a tracer
in PAA solutions remains an important question. Future single-
DNA studies that investigate relaxation response of DNA tracer
molecules upon cessation of steady flow of polymer solutions at a
very fast flow rate (high-Wi) will provide valuable information into
the chain dynamics and applicability of theoretical ideas such as
convective constraint release during fast flow.46
In this manuscript, we report the tracer DNA chain conforma-
tions in backgroundB1c* PAA solution. In Fig. 2a we show that
when Wi = 0.2 the DNA chains remain in the coiled conforma-
tion (mean fractional extension, m = 0.06). Furthermore, we also
observe that at Wi = 0.2, flow of saline polymer solution was
uniform (referred to as creeping flow). In Fig. 2b we show that for
Wi = 5.8 the DNA molecules began to stretch with a fractional
extension of up to 0.4 (mean fractional extension, m = 0.15). At
Wi = 5.8, DZ formation was observed. DZ formation was the
onset of non-Newtonian eﬀects, which emerged at Wi B 1.
While the DNA-extension probability distribution shown in
Fig. 2b for Wi = 5.8 in polymer solutions are prepared with
DI water (Cs = 0 mM, where Cs is the NaCl concentration), we
also note that the DNA begins to stretch at Wi 4 1 in the
presence of salt as shown later in the manuscript.
3 Results and discussion
3.1 Apparent viscosity and streamline visualization
The standard deviation of pressure drop fluctuations,
std(DP)B 0.1 mbar when DZ formation is observed during flow
of PAA solutions with and without salt, and also for Newtonian
fluid flow (Fig. S2a, ESI†). At a certain _gapp, the pressure fluctua-
tions increased over those for Newtonian fluid, and simulta-
neously the flow-field transitioned to DZW. The onset apparent
shear rate _gonset was determined as the intersection of two
curves: first one obtained by fitting a power-law in the DZW
region and the second one obtained by fitting a power-law to the
Newtonian fluid std(DP) as shown in Fig. S2a (ESI†). In the absence
of salt, the onset apparent shear rate was _gCs¼0 mMonset ¼ 9:5 s1
(Ma B 1, Wi B 842), whereas in the presence of 6 mM NaCl,
the onset apparent shear rate was _gCs¼6 mMonset ¼ 15:8 s1 (MaB 1,
Wi B 8).
The apparent viscosity for salt-free polymer solutions is
three times higher than that for saline polymer solutions at
_gonset (Fig. S2b, ESI†). In the absence of salt, the apparent shear-
viscosity is in the apparent shear-thinning region over _gapp= 0.1
to 300 s1. However, in the case of saline polymer solutions, the
apparent shear-viscosity is shear-thinning up to _gonset = 15.8 s
1,
beyond which apparent shear-thickening is observed. Fig. S6
(ESI†) shows the ratio of the apparent viscosity to the steady shear
viscosity at the apparent shear rate versus the Wi number. We can
see that such a viscosity ratio shows a dramatic increase for both
the polymer solutions. For Cs = 0 mM, this dramatic increase in
the viscosity ratio occurs at Wi B 1 whereas for Cs = 6 mM, it
occurs at WiB 1000. This dramatic increase in the viscosity ratio
appears to correlate with the onset of DZW-instability and conse-
quently with the apparent shear-thickening region. An apparent
shear-thickening region has been commonly observed for the flow
of polymer solutions in porous media.5,6,71–74
Using streamline visualization, we mapped how the flow-field
changes with respect to the flow rate. In Fig. 3a we represent this
on a WiRe flow space map. The DZ formation for flow of shear-
thinning polymer solutions in a periodic array of pillars occurs
at Ma r 1.6 In the case of Boger fluid, no DZ formation was
observed.6 However, for Boger fluid flow around a single cylinder,
Fig. 2 DNA fractional extension probability distribution at _gapp = 0.07 s
1 upstream of the pillar at (a) Wi = 0.2, Cs = 6 mM and (b) Wi = 5.8, Cs = 0 mM.
The inset shows the fluorescent image of DNA molecules and also the imaging location with respect to the pillar. N is the number of DNA molecules
measured.
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a DZ-like flow field was observed upstream of the cylinder at
Ma B 10.23,24 In our previous publication,6 we discussed the
local flow field kinetics in DZ. For the specific experimental
conditions of the current manuscript, the velocity field measure-
ment using PIV can be found in Fig. S5 (ESI†). In Fig. S5a (ESI†)
we show the specific streamlines for 0.2 g L1 PAA in DI water
and in Fig. Sb (ESI†) the corresponding velocity field calculated
by Particle Image Velocimetry (PIV) is shown. Fig. S5c (ESI†)
shows a zoomed-in image of the velocity field inside a DZ. The
velocity inside the DZ is close to zero whereas the velocity
outside the DZ is B3  104 m s1. Downstream of the pillar,
the velocity field converges at the tip of the DZ. Inside a DZ, the
flow appears to be almost stationary. Close to the stagnation
point upstream of the pillar, we can observe an extensional flow
field. A detailed report on steady-state and unstable velocity
fields of polymer solution flow through periodic arrays of
cylinder has been reported earlier.75 In this work, we focus on
the DZ formation in shear-thinning solutions. With increasing
flow rate, the stationary DZs started wobbling in a direction
perpendicular to the average flow direction and eventually got
washed away. Dead zone washing (DZW) refers to this time-
dependent instability and was observed at Ma 4 1 for both
polymer solutions as shown in Fig. 3a. We measured the DZ
length, defined as the shortest distance between the tip of
DZ and the pillar (see Fig. 3b for a schematic). Fig. 3c shows
DZ length, lDZ, versus the apparent shear rate, _gapp. For a given
polymer system, lDZ is practically independent of _gapp.
3.2 DNA conformations
As the DNA chains approach the pillar, they undergo the coil–
stretch transition. In our microfluidic device, the DNA chains
undergo the coil–stretch transition at the upstream of every pillar.
We choose to visualize the DNA chain near the exit of the array of
pillars. Our choice was motivated based on our previous study in
which we studied the dynamics of the DZW instability in a
periodic array of pillars.6 We observed that the DZW washing
Fig. 3 (a) Wi–Re flow space map showing that the transition from DZ (open symbols) to DZW instability (closed symbols) occurs at Ma B 1. Below
WiB 1 laminar flow (half open symbols) is obtained. The streamline snapshots show laminar flow at _gapp = 0.07 s
1, Wi = 0.03 (Cs = 6 mM); stationary DZ
at _gapp = 3.3 s
1, WiB 291 (Cs = 0 mM); wobble of DZ in the DZW regime at _gapp = 20 s
1, WiB 1164 (Cs = 0 mM). (b) Streamline snapshot showing DZ
location and the definition of DZ length (lDZ). (c) Plot showing that the DZ length remains roughly constant over _gapp. Error bars indicate standard deviation
of DZ length measured over 15 DZs at multiple pillars. ~Z = Z0/ZN. All scale bars = 50 mm; flow direction is from left to right.
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frequency (which is the inverse of the time that a DZ takes
to form, grow and wash) reaches a pseudo-steady state after
roughly the 4th pillar column. Based on this, we decided to
visualize DNA chain dynamics at a location where the DZ
dynamics have certainly reached the pseudo-steady state. The
prior deformation history of DNA chains near the exit of the
pillared array (visualization region) is then assumed to have
reached a certain pseudo-steady state similar to DZW washing
frequency. Further research is necessary to understand the
effect of DNA chain dynamics at varying deformation histories
on a periodic array of pillars.
The coil–stretch transition occurs in both the polymer solu-
tions. In Fig. 4(a–c) we take the DNA conformation at _gapp =
3.3 s1, Cs = 0 mM as an example. Before entering a DZ, the DNA
chain is stretched and oriented in the average flow direction
(see Fig. 4a). This stretched conformation is likely because of
the converging–diverging nature of flow in a staggered array of
pillars. As the DNA chain moves closer to the pillar, it re-coils
(see Fig. 4b). By comparing the position of the DNA-coiling
region from the DNA-imaging experiments with the DZ size
from the streamline visualization experiment, we note that the
DNA re-coiling process occurs roughly at the tip of the DZ. After
re-coiling, as the DNA chain traverses closer to the pillar, inside
the DZ, it unravels to stretch and rotate in a direction perpendi-
cular to the average flow direction (see Fig. 4c). Therefore, the
DNA chains appear to align along the local flow-field upstream
of the pillars inside the DZs (see Movies S1 and S2, ESI†). The
large amplitude oscillatory extension experiments (LAOE) repre-
sent realistic flows better than the idealized stead-state or
elongational flow fields that are typically used to characterize
polymer rheology. The LAOE flow field can be obtained using
the Stokes trap with a model predictive control,76 allowing for
precise positioning and manipulating particles in flow. Recently,
the Stokes trap was used to impose a LAOE flow and investigate
single polymer dynamics. Polymer chain LAOE dynamics, under
varying flow strength, like re-stretch-re-coil-re-stretch was
studied to obtain single-molecule Lissajous plots showing
molecular stretch–strain rate curves.77 In a followup study,
the transient response during LAOE was investigated.78 Under-
standing these molecular processes is crucial for studying time-
dependent flow of polymer solutions such as the instabilities
reported in this study.
In Fig. 5, we quantify the DNA chain coil–stretch transition
inside the DZ by measuring the probability distribution of DNA
fractional extensions as the apparent Wi increases. In Fig. 5a,
we superimpose the conformation of multiple DNA chains as
they enter the DZ at _gapp = 3.3 s
1, Wi = 291, Cs = 0 mM. The
DNA chains at the tip of the DZ are in coiled conformation,
whereas inside the DZ they are stretched and rotated by yB 901.
Fig. 5b shows the probability distribution of DNA fractional
extension in the coiled-state (tip of DZ) for both salt-free and
saline polymer solutions. The mean fractional extension m
varies from 0.09 to 0.21 as the apparent Wi number increases
from 1.6 to 2910. On the other hand, Fig. 5c shows the
probability distribution of DNA fractional extension in the
stretched-state (inside DZ) for both salt-free and saline polymer
solutions. As Wi increases, the probability distribution shifts to
higher fractional extensions. The mean fractional extension m
increases from 0.15 to 0.53 as the Wi increases from 1.6 to 2910.
The mean and skewness of the probability distribution are
summarized in Table S1 (ESI†), whereas the probability distri-
bution of the DNA orientation angle, y, inside the DZ is shown
in Fig. S3 (ESI†).
The shape of distribution (for example uniform or positively/
negatively skewed) of DNA fractional extensions depends on the
flow-field and the Wi number. In steady-shear flow of dilute
DNA solutions, Smith et al.26 found that as the Wi increases
from O(1) to O(100), the distribution moves from positively
skewed to uniform, respectively. Later, Teixeira et al.46 reported
similar changes in the distribution shape in semi-dilute and
entangled DNA solutions. François et al.63 studied the flow of
Boger fluid around a single cylinder. Using DNA-imaging near
the vicinity of cylinder (y = 901 according to Fig. 5a) they showed
that at Wi = O(1), the DNA close to cylinder is stretched with
m = 0.33, with a positively skewed distribution. In Fig. 5b and c
(WiB 2), we also find that the distribution is positively skewed
(also see Table S1, ESI† for skewness values); however, the mean
fractional extension, m = 0.15. At Wi B 2910, some polymer
chains are fully stretched, however, the distribution of polymer
conformations is still heterogeneous with the mean fractional
extension of roughly half.
Maximum polymer chain extension in an extension flow-
field has been reported for dilute solutions27 and semi-dilute
solutions.79 In semi-dilute solutions, a broader distribution of
Fig. 4 Sequence of images showing (a) a stretched DNA chain approaching a pillar before entering the DZ, (b) a re-coiled DNA chain at roughly the
tip of DZ and (c) a re-stretched DNA that is rotated inside the DZ. DZ length refers to the data shown in Fig. 3c. Cs = 0 mM, _gapp = 3.3 s
1, Wi B 291.
Scale bar = 20 mm.
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Fig. 5 (a) DNA molecules visualized at _gapp = 3.3 s
1 upstream of the pillar for Cs = 0 mM NaCl. At the tip of the DZ, the DNA is coiled (to the left of
dashed line) whereas within the DZ the DNA is stretched and rotated (to the right of dashed line). Probability distribution of DNA fraction extensional as
the Wi number increases at the (b) tip of DZ and (c) inside the DZ. N is the number of DNA molecules measured. In (a) the scale bar is 20 mm.
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chain extensions is observed in transient extensional flow compared
to dilute solutions.79 Intermolecular interactions between polymer
chains in the semi-dilute region are suggested as a cause for the
broad distribution of chain extensions. Upon reaching steady-state
extension, the polymer chain fractional extension in dilute-solutions
was found to be higher than that in semi-dilute solutions. A closer
examination of the Wi number at which coil–stretch transition
occurs in both dilute and semi-dilute solutions revealed that this Wi
number depends on the concentration.79 Polymer chain extension
in a random-flow has also been reported for dilute and semi-dilute
solutions.58 A polymer chain’s extension increases with the accu-
mulated fluid strain at the stagnation point of the extension flow-
field.27,79 In our microfluidic experiments, the flow field upstream
of the pillar is a planar-extensional flow, similar to the flow in a
microfluidic T-junction. The flow-field upstream of the pillar
diverges which creates a region with an extensional flow-field.
The fact that we measured the DNA orientation angles ofB901
within the DZ indicates that the DNA chains are aligned along the
extensional flow component of the mixed flow-field upstream of the
pillar. To study the eﬀect of the localWeissenberg number,Wiloc, on
the DNA fractional extension inside the DZ, we calculated the DNA
velocity inside the DZ, vDNA. vDNA was calculated by averaging the
velocity of 20 DNA chains by DNA tracking velocimetry (vDNA B
19–575 mm s1). In particular, we tracked the mid-point of the DNA
end-to-end vector. The distance between the midpoint of a DNA in
the coiled state (at the tip of DZ) to the midpoint of the same DNA
when it reaches the stagnation point upstream the obstacle divided
by the time this particular DNA chain takes is defined as the velocity
of DNA chains vDNA. In this way, vDNA accounts for the transient
residence time of DNA chains inside the DZ in the calculation of the
Wiloc number. Additionally, we also used the DNA residence time in
the DZ to calculate a local Deborah number, Deloc. The Deloc values
are reported in Table S2 (ESI†). Note that the average velocity
outside the DZ has a value ofB430 mm s1 at both salt concentra-
tions. Then, Wiloc = t(vDNA/LDZ), where LDZ is the DZ length as
shown in Fig. 3c. This Wiloc quantifies the transient time scale of
flow inside the DZ. As the Wiloc increases from 0.72  0.31 until
458.89  178.13, the DNA fractional extension increases from
0.15  0.07 to 0.53  0.18 inside the DZ (see Table 2).
4 Conclusions
We investigated the stationary dead-zone (DZ) and dead-zone
washing (DZW) elastic instabilities of polymer solutions in
porous media at the molecular scale. The DNA chain is coiled
at the tip of the DZ. Close to the stagnation point upstream of
the pillar inside the DZ, the DNA chain stretches and rotates in
a direction perpendicular to the average flow direction. The
mean fractional extension of the DNA chain at the DZ-tip is
roughly the same in the DZ and the DZW instability for a given
polymer solution. Inside the DZ, the DNA chains appear as if
they are in a planar-extensional flow-field, with a positively
skewed distribution of fractional extension. The fractional exten-
sion distribution for DNA chains inside the DZ shifts to higher
extensions as the apparent Wi increases. The mean fractional
extension in the DZ instability at a constant apparent shear-rate
(3.3 s1) is 0.3 and 0.15 for salt-free and saline polymer solutions,
respectively. The diﬀerence is attributed to the higher local
Weissenberg number inside DZ, as calculated by DNA tracking
velocimetry.
We believe that our developed microfluidics combined with
single molecule experiments can provide a unique opportunity
to study the dynamics of single chains in pore-scale flow
features of various polymer solutions (ranging from dilute to
well-entangled solutions with diﬀerent architectures) in a realistic
porous medium. These single molecule experiments allow us to
develop a realistic theoretical picture of polymer solutions during
flow in porous media.
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